Simple method of retrieving retained rear tip extender during explantation of penile prosthesis.
A retained rear tip extender remains a challenge in penile prosthetic explantation. Removal failure can compromise the success of the new implant. We report a novel method of removing a retained rear tip extender using a Brook's dilator.